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In single photon emission nuclear medicine, computed tomography systems that employ only a limited angular range of 
projection data suffer from blurring in the depth (or z) direction. With simulated, data, we show that including a second set of 
projections taken in an orthogonal direction sharpens the image in the z direction. For heart applications, this sharpening 
improves the sizing of a simulated 2 cm diameter "hot" infarct by 39%. It also should improve the contrast of "cold" infarcts by 
eliminating blurring from other planes, but here we have found a complication, in that, with the present approximate algorithm, 
effects from the lack of symmetry in two-view tomography may overshadow benefits from contrast improvement. Further 
simulation study is called for. 
I. Introduction 
In t o m o g r a p h i c  nuc lea r  medic ine ,  we wish to 
ob ta in  a t h r e e - d i m e n s i o n a l  m a p  of the  dis- 
t r ibu t ion  of  a r ad ioac t i ve  p h a r m a c e u t i c a l  within 
the  h u m a n  body .  D e p e n d i n g  on the  i so tope ,  each  
r ad ioac t ive  decay  can p r o d u c e  a pos i t ron  which,  
upon  annih i la t ion ,  leads  to  an a p p r o x i m a t e l y  
o p p o s e d  pa i r  of high energy  g a m m a  rays  o r  it 
can p r o d u c e  a single g a m m a  ray.  This  p a p e r  is 
c o n c e r n e d  with m a p p i n g  th rough  the  de tec t ion  
of s ingle g a m m a  ray events .  
Cur ren t ly ,  many  single p h o t o n  emiss ion  com-  
p u t e d  t o m o g r a p h y  sys tems are  based  upon  an 
A n g e r  camera ,  a large a r ea  d e t e c t o r  for  fo rming  
images  of the  inc iden t  g a m m a  ray  d i s t r ibu t ion .  
T h e r e  are,  however ,  two genera l  ca t egor i e s  of 
sys tems based  on the  A n g e r  camera .  T h e  first 
sys tem e m p l o y s  a para l l e l  hole  co l l ima to r  with 
channe ls  p e r p e n d i c u l a r  to  the  c a m e r a  face and  
requ i res  tha t  the  c a m e r a  be  ro t a t ed  th rough  180 ° 
abou t  an axis which is p e r p e n d i c u l a r  to  the  
channe ls  and  passes  t h rough  the  pa t ien t .  A given 
row of channe ls  then  sees  only  a single slice of 
the  ob j ec t  for  all p r o j e c t i o n s  and  the  recon-  
s t ruct ion  is a ccompl i shed  slice by slice with many  
near ly  i n d e p e n d e n t  d a t a  sets. 
T h e  second  type  of  sys tem is s imple r  
mechan ica l ly  and  a p p r o a c h e s  the  p r o b l e m  
wi thout  the  b r e a k u p  into  i n d e p e n d e n t  slices. 
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Wi th  one  of  a var ie ty  of  co l l ima to r s  and  a f ixed 
camera ,  the  t h r e e - d i m e n s i o n a l  ob j ec t  is v i ewed  
f rom many  di f ferent  angles  but  ove r  only  a 
l imi ted  range ,  de f ined  by the  size of  the  c a m e r a  
face  and  the  d e p t h  of  the  o b j e c t  e l emen t .  T h e  
en t i re  ob j ec t  v o l u m e  is then  r econs t ruc t ed  at 
once.  A l l  of  the  sys tems fall ing into  this  s econd  
ca tegory  suffer f rom d e g r a d e d  reso lu t ion  in the  
d i rec t ion  p e r p e n d i c u l a r  to  the  face  of the  A n g e r  
c a m e r a  (the z d i rec t ion)  due  to  the  lack of 
comple t enes s  in the  angu la r  r ange  of  the  p ro-  
jec t ions .  F o r  vo lume  objec t s ,  severa l  s tudies  
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Fig. 1. In two-view tomography, a set of projections is taken 
with the camera in the anterior position by rotating the 
slant-hole collimator. Then the camera is rotated 90 ° about 
the y axis to the lateral position and a second set of pro- 
jections recorded. At the upper left, a small section of the 
reconstructed volume shows that the elements are cubes. 
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Fig. 2. A two-dimensional section of a rotating slant-hole 
collimator for one angular position. A plot of detected counts 
versus camera position is shown for a spherical shell. In 
three-dimensions, all collimator channels are parallel. As a 
function of time, the collimator rotates in angular increments 
about an axis perpendicular to the camera face, and a pro- 
jection image is taken for each increment. 
[1,2] under different conditions and using 
different assumptions have shown that this 
degraded resolution leads to images which are 
elongated in the z direction compared  with the 
object. Phantom studies [3] and canine infarct 
studies [4] have shown that this degraded 
resolution causes problems in using the images, 
particularly when the purpose of the study is to 
estimate the size of diseased zones. 
In this paper,  we investigate the feasibility of 
improving z resolution by rotating the camera 
90 ° about the y axis (see fig. 1) and taking a 
second set of tomographic projections. In prin- 
ciple, this measurement  is possible with any of 
the limited-angular-range systems including the 
seven pinhole collimator [5], the pinhole time- 
coded aperture [6], the rotating slant hole col- 
limator [7], or the quadrant  slant hole collimator 
[8]. The reconstruction algorithm is easiest to 
implement  for the slant-hole collimator (fig. 2), 
however,  since a cube-shaped image element is 
the natural choice for this collimator and this 
element is symmetric with respect to the 90 ° 
rotation. This system, then, will be assumed for 
the rest of the paper.  
2. Application 
assume a slant angle of 26 ° with the normal to 
the camera and will concentrate on the left ven- 
tricle of the heart. Then it is possible that this 
object could be completely imaged for all rota- 
tion angles of the collimator with a 10 inch 
diameter  camera even at the approximately 6 cm 
greater depth for the lateral view compared with 
the anterior view. Recognizing that positioning 
the patient would be difficult in this case and that 
it is desirable to image other chambers of the 
heart if possible, we will take the more con- 
servative approach of assuming a 15 inch diameter  
camera.  For each angle of rotation, a different 
section of this large camera area is needed to 
carry out the reconstruction, but it is not neces- 
sary to process the entire area. 
There are two different methods for looking 
for infarcted areas of the wall of the left ven- 
tricle: (1) thallium imaging in which the healthy 
tissue takes up the pharmaceutical  and the in- 
farct appears as a non-radioactive region; and (2) 
technetium pyrophosphate  imaging in which the 
infarct itself takes up the pharmaceutical  and the 
normal heart muscle does not. In this paper,  the 
simplest applicable simulations for these two 
cases are considered. An 8cm-outer -d iameter  
spherical shell 1 cm thick simulates a healthy 
heart for the thallium case and a 2 cm-diameter  
solid sphere makes up a pyrophosphate-case in- 
farct. For this initial study, effects of gamma-ray 
attenuation and of camera mispositioning are 
ignored. Similarly, uptake by other parts of the 
body is not considered. For an exercise thallium 
study, this neglect is appropriate,  but for a 
pyrophosphate  application, uptake by bone not 
viewed in all projections could produce a serious 
complication by making the different projections 
inconsistent. 
As far as the mechanical method for making 
two views possible, a camera which rotates about 
an axis passing through the patient would not be 
necessary if sufficient patient cot movement  were 
available and the camera could be accurately and 
conveniently positioned and rotated 90 ° . 
The probable  application of two-view limited- 
angular-range tomography is the imaging of the 
heart  or some other relatively small object.  Im- 
aging a large extended organ like the liver calls 
for transverse section tomography.  We will 
3. Data simulation and reconstruction algorithm 
Data  were simulated for the 8cm-diameter  
spherical shell with a 128 x 128 image digitization 
implying a 3.4 mm square detector element and a 
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3.4 mm cubic image element (see fig. 1). For the 
2 cm-diameter solid sphere, it was necessary to 
increase the digitization to 256 × 256 thus lower- 
ing the detector  and image element dimension to 
1.7 mm. Both objects were assumed centered at 
the origin and a 31 x 31 x 37 element (x, y, z)  
reconstruction volume was chosen to better  see 
elongation in the z direction when only the 
anterior view is employed. To compute the 
simulated projections, a closed form expression 
for the length of the appropriate ray through the 
object was used. 
A simult aneous-iterative-reconstruction-tech- 
nique-(SIRT)-type algorithm [9] with an im- 
pedance first estimate [10] is employed for both 
the one- and two-view reconstructions. No 
empirical background subtraction is called for 
under our assumptions. The formulation, includ- 
ing an impedance-estimate normalization factor 
and an iterative-correction relaxation parameter,  
is outlined below. The subscripts to accomplish 
fore- and back-projection are suppressed. 
First, to accomplish the impedance estimate 
1 K ~ I  
i=1 
where I ° is the zeroth-iteration image element, P~ 
is the ith projection element, N is the total 
number of projections (12 for 1 view, 24 for 2 
views), and K is a normalization factor the sug- 
gested value of which is T, the greatest object 
thickness in image elements. The use of multi- 
plication by K/N is introduced here to provide 
good estimation for both a point and a uniform, 
symmetric volume object (the value of K 
changes from 1 to say 12 between these two and 
brings the estimate into quantitative agreement). 
A priori information about the object is being 
invoked. The case for zero projection element is 
handled separately. Then, to accomplish the pth 
iteration 
E f  -1 = Pi - R f  -1 , 
where E f  -1 is the ith element of the error pro- 
jection and R f  -1 is the ith ray sum for the 
current image and 
IP=I ' - '+(  r 1 N-~p~=~Ef-1/N) 
where Np is the number of elements in a dimen- 
sion of the reconstruction volume (37 here) and r 
is a relaxation parameter  with a suggested value 
between 1 and Np/T. The later value, always 
greater than 1, tends to speed up convergence. 
The CPU time for 6 iterations of the algorithm 
for 2 views or 24 projections was about 36 s on 
an Amdahl V/8 computer at a cost, including 
tape handling, of about $6.00. 
4. Results and discussion 
For the spherical shell, a comparison of a 
two-view reconstruction with the conventional 
anterior-position one-view reconstruction is 
shown in fig. 3. The y - z  plane itself and two 
planes parallel to it at the distances of 1.7 and 
3.1cm are pictured. Across the bottom of the 
figure is the true object in those planes. It is seen 
that the one-view image does, indeed, have a 
z-axis elongation which is corrected in the two- 
view image. 
These reconstructions were done with K = 12 
and r = 3.08. The images shown, after one itera- 
tion, are quite non-uniform, the effect of which 
was decreased for the photos by compressing the 
upper half of the linear scale for one view and 
the upper quarter of the scale for two views so 
the object outline could be seen. The one view 
reconstruction was actually oscillatory for r = 
3.08 and a reduction of r to 1 was required for 
smoother convergence. Qualitatively, the 
general outlines of the image remain the same 
with further iterations or different relaxation 
parameters,  although too large a value of r (like 
6.16) causes divergence for the two-view case. In 
the y - z  plane, the uniformity of the two-view 
image continues to be better than that of the 
one-view image with more iterations. 
Characteristics of the uniformity of the two- 
view reconstruction for, the x - y  plane are shown 
in fig. 4. The values are obtained from the seven 
pinhole G R A P H  program which looks for the 
maximum values along rays emanating from the 
shell center and spaced every 6 ° . The strength 
results have been normalized so that the average 
over angle equals 100. The 0 ° position is defined 
as that of the lateral view direction (x) and the 
90 ° position is that below the plane of camera 
rotation ( -y ) .  After one iteration, two polar caps 
at 90 ° and 270 ° are visible and the standard 
deviation is -+19.8. After  six iterations, the caps 
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Fig. 3. Results for a 8 cm-outer-diameter, 1 cm-thick spherical shell modeling the left ventricle of the heart. The y-z  plane (see 
fig. 2) and two planes parallel to it at the distances given are shown. Slice thickness is 3.7 ram. The rows form the results from 
reconstruction with one view, with two views, and from slicing the object itself. The one-view image is elongated toward and away 
from the camera; the two-view image is faithful in size to the object. 
are essentially gone and the standard deviation 
has decreased to +-_7.5. Out to 16 iterations, there 
is no further significant change in the uniformity. 
The fact that the image does not converge to a 
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Fig. 4. Uniformity of reconstruction of central plane through 
spherical shell from simulated two-view data. Images were 
previously smoothed once to make curves easier to follow. 
There is an improvement between one and six iterations, but 
the reconstruction does not converge to the flat trace of the 
object itself. 
is attributed to lack of interpolation in the 
reconstruction algorithm. Simulation studies with 
perfectly consistent data (generated including the 
approximations of the algorithm) should help 
substantiate the cause of the problem. The image 
non-uniformity is a serious concern for thallium 
studies since it can mimic an infarct. 
It should be noted that the one-view recon- 
struction, with the same approximations for the 
same plane after one iteration with K = 37 and 
r = 1, has a standard deviation of only ---2.1. This 
finding leads to the conjecture that, in the case of 
real data and the present algorithm, incon- 
sistencies from noise may also be aggravated by 
the asymmetry of two-view reconstruction lead- 
ing to further deleterious loss of uniformity. If 
this is so, then improvement  in the accuracy of 
the algorithm may be called for even if it means 
longer running times. 
For the solid 2 c m  sphere, an elongation 
similar to that of fig. 3 is found when reconstruc- 
ting with the data from only one view, whether  
the anterior or lateral. The  elongation is eli- 
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m i n a t e d  by  using two  views.  T h e  t rue  v o l u m e  is 
4.19 cm 3. T h e  one -v i ew  recons t ruc t ion  leads  to  a 
v o l u m e  d e t e r m i n a t i o n  of  5.96 cm 3 which is 42% 
high.  T h e  two-v iew recons t ruc t ion  leads  to  a 
d e t e r m i n a t i o n  of  4 . 0 8 c m  3 which is 3% low, a 
m a r k e d  i m p r o v e m e n t .  T h e s e  va lues  a re  b a s e d  
upon  sums of  p l ane  by  p lane  v o l u m e  de te r -  
mina t ions  as given by a commerc i a l  second-  
de r iva t ive  e d g e - d e t e c t i o n  p r o g r a m .  
In conclus ion ,  these  resul ts  suggest  tha t  in 
c o m p a r i s o n  with  r econs t ruc t ion  f rom one  view, 
r econs t ruc t ion  f rom two-views  can lead  to  m o r e  
fa i thful  images  wi th  ava i lab le  a lgor i thms  in 
r e a s o n a b l e  t imes ,  y ie ld ing  poss ib ly  an i m p o r t a n t  
i m p r o v e m e n t ,  espec ia l ly  in the  sizing of  hea r t  
infarcts .  F u r t h e r  s imula t ion  s tudies  a re  necessa ry  
to  exp lo re  the  l imi ta t ions  of  this  t echn ique  for  
hea r t  imaging.  
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